
Supplementary Figure 1: Distribution of Procedures and Analysis of Sterilization and 

Disinfection Errors in Outpatient Medical Equipment Reprocessing Discovered During 

Standardized Infection Prevention Assessments 

The figure illustrates percent of outpatient sites performing invasive procedures, highlighting 
the most common infection prevention errors specific to sites performing on-site sterilization 
and high-level disinfection (HLD) 
 

 


